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ABSTRACT 

Lithium-drifted silicon surface-barrier detectors have been 

fabricated which exhibit stable electrical and a-particle characteristics urider 

conditions of prolonged aging and repeated exposure to thermal-vacuum en- 

vironments. 
0 

The detectors wil l  operate at  a temperature of 85 C and high 

0 
vacuum for  several days and a t  a temperature of 100 C and high vacuum for 

several hours, with no evidence of noise instability. 

The operating characteristics of such detectors have been studied 

over a period of fourteen months. 

their electrical and a-particle characteristics taken before, during, and after 

These studies included measurements of . 
0 0 

extended thermal-vacuum testing at 50 C and 85 c, and short-term testing a t  

100 C. 
0 Degradation in  electrical and a-particle characteristics resulting 

from such t e s t k g  and aging was  found to be negligible over the fourteen month 

0 
time period. The @-particle measurements at 100 C indicate that the frac- 

tional change in the mean energy per ion pair in going from room temperature 

to iOO°C is approximately -1.870. The results of these studies a re  reported. 



1. INTRODUCTION 
\ 

The need for charged-particle detectors which exhibit stable 

characteristics for prolonged periods of time both under ordinary laboratory 

conditions and under conditions of high vacuum and elevated temperature con- 

tinues to be of importance in the space sciences. 

has led to a continuing study of the effects of aging in the laboratory and en- 

vironmental testing on the electrical and charged-particle characteristic$ of 

the lithium-drifted silicon surface-barrier detector 

In our laboratory, this need 

1-4 
). 

3 It was shown earlier ) that lithium-drifted silicon surface- 

barr ier  detectors made from high resistivity material (- 1000 ohm-cm) have 

much more stable a-particle characteristics than detectors made from loq 

resitivity material (- 100 ohm-cm), and that detectors given a boiling-water 

treatment (consisting of completely immersing the detector in  boiling deionited 

water for 15 minutes immediately after fabrication) have lower initial leakage 

current and slightly higher initial charge-collection-efficiency than detectors 

not given this treatmpnt. 
3 From the data available at that time ), it was not 

possible to decide to what extent the boiling water ( B W )  treatment was responsible 

for the long-term detector stability observed and to what extent the use 6f high 

resistivity material was responsible. 

study of the effects of aging and thermal-vacuum environments on the 

This paper presents the results of a 



characteristics of surface-barrier detectors made from high resistivity 

material. 

treatment (BW detectors) a s  well as for those not given the boiling-water 

Results will be given for detectors which were given the B W  
L 

treatment (NBW detectors). The aim of the present work was to study the 

relative importance of the BW treatment and material resistivity on detec- 

tor behavior under environmental testing and aging and to  extend the thermd- 

vacuum tests to higher temperatures than previously used2’ ’). 

2. SURFACE-BARRIER DETECTORS 

2.1 DETECTOR FABRICATION 

The general techniques used in the fabrication of the surface- 

1-3 . barrier detectors were identical to  those described elsewhere ). Single 

crystals of p-type silicon with electrical resistivities in the range 1000 to 

1500 ohm-cm were used a s  the starting material. The detectors were fabri- 

3 cated a s  described earlier ) and some of the detectors were given the BW 

treatment . 
2.2 ELECTROiUIC EQUIPMENT 

The cnplifier system used for most of the measurements was 

a. transistorized charge- sensitive amplifier-post-amplifier combination de- 

signed at  this laboratory. This amplifier had an integrating and differentiating 

tirce constant of 2ps. A n  ORTEC Model 204 charge-dumpkg puiser was use6 

3 



. to provide data on electrical -zz~iation and to pr0vid.c- an energy calibration 

for the system. The pulser W ~ S  calibrated by making use of conventional 

gold-silicon surface-barrier detectors 5 ) operated at high biqs and Po 210 

sources. The output from the post amplifier was analyzed on an RIDL 

Model 32-12B 400-channel pulse-height analyzer. 

monitored with a Keithley Model 410 micro-microammeter. 

load resistor used throughout the experiment was 10 S2.  

Detector currents were 

The detector 

5 

2.3 DETECTOR CHARACTERIZATION 

The depth of the lithium diffusion and the intrinsic depth was 

determined by making use of internal conversion electrons from C S * ~ ?  and 

Bi sources and capacitance measurements, as described earlier ). Such 207 2 

. measurements were made periodically during the aging and environmental 

testing of detectors to determine whether any changes in n- or intrinsic- 

region depths had occurred. 

2.4 SOURCES 

210 It was found that the Po  sources which had been obtained 

commercially "leaked" under conditions of high vacuum and elevzted tem- 

peratures. 241 To avoid this contamination problem, an Am source was fab- 

ricated by the following procedure. 

a thickness of 750 pinches w a s  mounted on a frame and a diluted solution of 

A sheet of thoroughly cleaned mylar with 

4 
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I .  

241. 
the A m  isotop5 in HCL +-H 0 was deposited on the mylar film with a 2 

micro-pipette and allowed to dry. A second piece of mylar, 250 pinches 

thick, was prepared and cleaned. The thickness of this second mylar film 

controls the peak energy of the a-particles emitted by the completed source. 

,- 

241 The iirst my'br fiim with the A m  

amount of epoxy is deposited over the face containing the Am 

mylar sheet is then placed on top and the excess epoxy is rolled out with a 

soft roller. A second piece of plate glass is placed on top of the assembly 

and a pressure of 10 lb/in is applied. Pressure is maintained until poly- 

is placed on a glass plate, and a small 

241 . The second 

4 2 

merization of the epoxy is complete. The source is then removed from the 

press and cut to the desired size. The thickness of the epoxy film has been 

measured to be - 5  t o  10 pinches. A spectrum (shown in Figs. 4 and 40) ob- 

tained with this "sandwiched" source showed a fairly well  defined peak with a 

sharp high energy cutoff and serious straggling at energies less than the peak 

energy. Although the straggling made it difficult to locate the peak precisely, 

repeated spectra taken a t  room temperattke, 85OC, and 100°C showed that 

changes in  the peak position with temperature greater than about 0.470 could 

be detected. This sou'rce was calibrated by making use of a conventional 

surface-barrier detector operated at high bias ) and a calibrated pulser . 5 The 

energy corresponding to the peak was found to be 4.37 MeV. Repeated 

5 



environmental tes t ing showed that this source was mechanically 

and was stable a t  100 C and high vacuum. 0 

\ 

2.5 THERMALVACUUM TEST 

rugged 

The aging and thermal-vacuum (t-v) testing procedure con- 

sisted of the following: 

1. Detectors were allowed to age at room temperature with no bias 

applied for approximately two months following fabrication. 

2. They were then placed in a vacuum chamber and maintained at a 

0 -5 temperature of 50 C and a vacuum of approximately 3 x 10 mm H g  for 

four to seven days, with the bias voltage applied continuously. 

3. The detectors were removed from the vacuum chamber and .allowed 

to stand with no bias applied for ten weeks to one year, depending upon the de- 

tector * 

4. They were then placed in the vacuum chamber and maintained at a 

0 -5 temperature of 85 C and a vacuum of approximately 3 x 10 mm H g  for five 

days with the bias voltage applied continuously. During this 85OC t-v test, 

0 the temperature was raised to 100 C and maintained at  this temperature for 

several  hours and then returned to 85 C. For some detectors, this excursion 

to 100°C was carried out twice. 

0 

A t  both 85OC and 100°C, the uncertainty in  

0 detector temperature was about 5 C. 

6 



5 .  The d.etei 'rii .s were removed from the vacuum chamber and 

allowed to stand i:: t5e Izboratory with no bias applied. 

The following detector characteristics were measured: a) 
< 

current-voltage characteristic; b) n-region depth and intrinsic depth; C) 

capacitance vs. bias voltage; d) electrical resolution vs. bias voltage; e) 

charge-collection-efficiency and resolution vs .  bias voltage for Po a- 

particles; f )  charge-collection efficiency for Am a-particles - vs. bias 

voltage. 

- - 
21 0 - 

241 

Six detectors were studied in this manner. Four of the six detectors 

were B W  detectors and the remaining two were NBW detectors. 

mental results are presented in the following section. 

The experi- 

3. EXPERIMENTAL RESULTS AND DISCUSSION 

2 
A l l  six of the detectors studied had sensitive areas of 1.2  cm 

lithium-diffused depths in  the range 125 to 150p, and intrinsic depths ranging 

from 300 to 350~. 

Using the definition of charge-collection-efficiency (CCE) given 

3 earlier ), the CCE as measured in this experiment at  the temperature T may 

be written 

- where Q (T) is the charge liberated at  the temperature T, Q L L is the charge 

liberated at room temperature, Q is the mean energy per ion pair at room 
, 

7 



6-8 temperature ), and Q (T) is the mean energy per ion pair at  the tem- 

perature T. For Eq. (1) to be valid, the operating bias voltage must be high 

enough so that the transit times ) of the carr iers  a r e  sufficiently less than 

the amplifier time constantio), and high enough to insure that the effects of 

9 

11 
car r ie r  loss through recombination or trapping 1 a r e  negligible. For all 

detectors studied, an applied bias of 15 volts (- 45OV/cm) was sufficient to 

satisfy both requirements a t  all temperatures used. 

210 In measurements of the CCE for Po 

possible to detect a change in CCE of about 0.1%. For the case of Am 

particles from the "sandwiched" source, a change in CCE of about 0.4% Could 

a-particles, it was 

244 
o- 

be detected. The calibrated pulser set at 5.7 MeV was used to  determhQ the 

CCE and the electrical noise spread. The contribution to the noise linecwidth 

from the amplifier alone was about 44 keV. Al l  a-particle spectra weire ob- 

tained with uncollimated sources. Although the charged particles used through- 

out the measurements were a-particles (- 5 MeV), the degradation in detector 

response for charged particles producing lower ionization density should be 

less than any degradation ohserved with the a-particles2' '). 

The experimental results found for the two NBW detectors were 

very similar in all respects and w i l l  be illustrated for one of them, h e r h f t e r  

referred to as NBW-1. Also, t h e  results found for the four BW detectors 

were essentially identical and will be illustrated for one of them, hereafter 

8 



r e fe r r ed  to a s  BW-2.  

resul ts  a r e  presented in  table form. 

havior of N B W - I  and B W - 2  more clearly, spectra are  shewn ccrrespcndin- 

to selected entries in the ta3les. The characteristics of N B W - 1  and B W - 2  

before, during, and after the t-v tests a r e  shown in  Tables 1 and 2 and 

Figures 1 - 13. 

Because of the bulk of experimental data, the 

To illustrate any differences in be- 

5 

Tables 1 and 2 show that, soon after fabrication, detector B W - 2  

had a much lower leakage current thax NBW-1,  i n  agreement with earlier 

results ). Typically, BW detectors have initial currents from 0. 1 to 0. 2 

pA/cm*, whereas NBW detectors have initial currents in the range from i 

2 210 
to SpA/cm . Figure 1 shows the response of N B W - 1  to P o  a-particles 

after aging 49 days and Figure 8 shows the initial response of B W - 2  to Po 

a-particles. 

particles remained > 99.8% for both B W  and NBW detectors. 

interval, the leakzge current  of BW- 2 remained essentially constant whereas the 

current  of N B W - 1  steadily improved, attaining a value close to that of BW-2.  

This steady d tc rease  in  leakage current for NB'N-1 with time has been found 

to be a characteristic c o m m o n  to a l l  NBW detectors ). 

3 

210 

210 
During the two-month aging period, the CCE for P o  a- 

During this time - 

3 

After the two-month aging period, the detector,s were mounted in 

0 . a vacuum chamber and maintained a t  a temperature of 50 C and a pressure 

9 



1 
of 3 x 

continuously. For all B W  and NBW detectors studied, the leakage current was 

4 SPA and the electrical line width < 60 keV at all times during this test. A 

. Po2'* spectrum obtained on NBW-1 just after the test is shown in Figure 2, 

mm Hg for from four to seven days with the bias voltage applied 
\ 

where the CCE was 100. Wh showing that the 50°G t-v test slightly improved 

the particle characteristics of this detector. The same improvement was 

found for both NBW detectors studied. 

The detectors were removed from the vacuum chamber and 

allowed to stand in the laboratory with no bias applied. Tables i and 2 show 

that after aging for a period of approximately ten weeks, the Po2'' CCE fat 

NBW-i decreased to 99.87% whereas the Po2'* CCE for BW-2 remained at 

21 0 100. OOJo. A P o  

9 .  At  this t ime, both NBW detectors had a Po2'' CCE of 99.8% and all four 

spectrum obtained at this time for BW-2 is shown in Figure 

BW detectors had a Po2'0 CCE of iOO.O$o. To further study the effects of 

long-term aging, the NBW detectors were allowed to age for an additional 
. 

eight months. Since all  our previous experience had shown that any degrada- 

tion occuring in BW detectors would be less than that occurring in NBW detec- 

tors (ucder identical conditions of aging and environmental testing), no l o a  

term aging of the BW detectors was carried out. 

the NBW detectors would *en indicate the upper limit of degradation which 

The long term aging data for 

might be found for BW detectors over the same aging period. 

that during this eight month aging period (no applied bias), there was no degra- 

Table 1 shows 

l 0  



. .  

‘dation in the electrical or a-particle characteristics of NBW-1 other than 
% I 

an increase in the P o  210 linewidth from - 60 to - 72 keV. Figme 3 show& 
I 
I 

the response of NBW-1 to Po 210 a-particles at the end of this aging period, 

’ This same behavior was found for both NBW detectors and hence, a change 

no greater than this would be expected for BW detectors aged for this same 

period of time. 

The detectors were then mounted in the vacuum chamber and 

maintained at a temperature of 85OC and a pressure of 3 x 10 -5 mm H g  fof 

five days with the bias voltage applied continuously. During this 85OC t-u 
I 

test, the temperature was raised to 400°C and maintained at this temperahtd 1 

long enough (- few hours) to  obtain a-particle spectra and electrical eta. 
Tables 1 and 2 give the electrical and a-particle characteristics of N B W - 1  

and BW-2 during this test. Figures 4 and 10 give the response of NBW-1 

241 and BW-2 to the Am source a t  room temperature before the test. The 

slight difference at this time in the CCE of NBW-1 (99.8”’ and BW-2 (106.b%) 

for P o  a-particles (Figures 3 and 9 ,  respectively) could not be detected in 

their response to the Am 

210 

241 source, and within experimental e r ror  (- 0.4% for 
- 

the Am244 source), the CGE for the Am 241 a-particles was 100. OOJO f or both 

detector s . 

. -  

11 



Tables .I and 2 show that the leakage current for both NBW-1 

and B W - 2  was 25pA at 85OC at all times during the test and the electrical 

linewidth for both was < 15OkeV. For the remaining four detectors studied 

(one NBW and three BW detectors) the currents were in the range 9.3pA 

t o  60pA, with corresponding pulser resolutions in the range 93 - 250 keV, 

at 85OC during the five day test. 

B W - 2  was 

up to 29V. For  the remaining four detectors, the currents were in the range 

22pA to  97pA, with corresponding pulser resolutions in the range 137 - 290 

keV at 100°C. 

Am 

and B W - 2  to Am241 at 100°C. 

no dependence of the 

(within experimental e r r  or). Repeated determinations of the CCE at 

100°C for both NBW-1 and B W - 2  gave an average value of 101.8%. 

for the CCE and the use of Eq. (1) gives a value for the fractional change in 

A t  IOO°C, the current for both NBW-1 and 

53pA and the electrical linewidth < 217 keV for an applied bias 

Figures 5 and 12 show the response of NBW-1 and BW-2 to the 

241 source at 8SoC, and Figures 6 and 11 show the response of NBW-1 

Tables 1 and 2 show that a t  85OC and 100°C, 

CCE on applied bias (up to 29V) could be measured 

This value 

the mean energy per ion pair of -1.8% in  going from room temperature to 

241 100°C. Similar determinations of the Am CCE at 85OC gave an average 

value of 101.5~0, yielding a value for the fractional change in the mean energy 

per ion pair of -1.5%. 

made it difficult to determine the difference in CCE at 85OC and 100°C. 

241 The uncertainty in  the Am CCE determinations 

In 

12  



. 

addition, a t  the elevated temperatures, the detector temperature was un- 

certain to about 5 C .  However, the indicated difference in CCE a t  85 and 
\ 

0 0 

0 
iOO°C is felt to be real. The measured fractional change in c at both 85 C 

0 and 100 C is larger than expected from eralier measurements of &/e  at 

5OoC and 65 C ). However, any comparison of the values of & / e  measured 

3 s  6-8) or with at 85 C and 100 C with values obtained at  lower temperatures 

a calculation of the mean energy per ion pair by Shockler ) would be prema- 

ture  in view of the uncertainty in the measurements reported here. 

0 3  

0 0 

i2 

After the 85OC t-v test the detectors were removed from the 

chamber and allowed to stand with no bias applied for a few days. 

7 and 13 show the response of NBW-1 and BW-2 to Po 

this time. 

for Po 

test produced a very slight improvement in the Po21o CCE for both NBW 

detectors (99.8% to 100.03J). Measurements of the n-region depths and de- 

tector capacitance taken before, during, and after the repeated t-v testing 

and aging indicated that the overall change in intrinsic depth for a l l  detectors 

Figures 

210 @-particles at 

At this final stage, all six detectors stu2ied had a CCE of 100.0?& 
210 0 0 

a-particles. As was the case for the 50 C t-v test, the 85 C t-v 

studied was < 5%. 

A comparison of the data given in Tables 1 and 2 shows that, 

other than the high initia1,current of NBW detectors and the very slight 

13 



degradation (- 0.27t they exhibit during aging, the electrical and charged- 

particle charact2ristics of NBW detectors under conditions of eqvironmental 

testing and aging a re  essentially identical t o  those of BW detectors. The 

abwe data and *.le results cf earlier etnr?ies3) sh9-a fiat t5e use of high resis- 

tivity material is of prime importance for obtaining detectors with high (> 99.8%) - , 

CCE which exhibit long-term electrical and a-particle stability under conditions 

of prolonged aging and environmental testing. 

tectors with lower initial current and slightly higher (0.170 - 0.2%) CCE, but 

does not seem to be of significant importance indetermining the long term 

a-par tic le stability . 

I 

I 

The BW treatment will yield de- 

I 

I 

4. CONCLUSIONS 

Detectors made from p-type silicon with electrical resistivity 

in the range 1000 ohm-cm to 1500 ohm-cm and having a sensitive area of 

2 
1 .2  cm , an 

of 15V, exhibit stable electrical and Po 

conditions of aging and t-v testing over a period of fourteen months. 

of the CCE for Po 

to  100.0% throughout this period. 

days and a t  100 C for several hours with no evidence of noise instability. 

intrinsic depth in the range 300 to 350p, and operated at a bias 

210 a-particle characteristics under I 

Values 
I I 

210 
a-particles at room temperature were in the range 99.8% I 

The detectors will operate at  8SoC for several 

0 
De- 

tectors given the BW treatment have initial currents in  the range 0 . 1  to 0.2 

14 
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I 2 2 
N B W  detectors have initial currents in the range 1 to SpA/cm . pA/cm . 

- The current of N B W  detecto-rs steadily improves with time, attaining a value 

close to that characteristic of BW detectors. The high CCE and long-term 
\ 

I 

a-particle stability observed is determined primarily by the material resis- 
I 

tivity rather than a BW treatment. 

The data at 85OC and 100°C indicates that the fractional change 

I 0 
in  the mean energy per ion pair in going from room temperature to 85  C and 

to 100°C is approximately -1.5%and -1.8% respectively. For all. detectors 

studied, the overall change in intrinsic depth resulting from the environmental 

testing and aging was < 5%. Hopefully, the environmental behavior exhibited by 

I the detectors studied here will serve as a guide to the behavior which might be 

expected from a typical surface-barrier detector of the type described here in  

0 applications requiring operating temperatures in the neighborhood of 100 C. To 

what extent the behavior shown by the  detectors studied in this present work 

might be expected for detectors having much deeper intrinsic depths must 

await further experiment. 
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Figure 1. 

Pigur t  2. 

Figure 3.  

Figure 4. 

Figure 5, 

Figure 6. 

Figure 7 ,  

Figure 8.. 

Figure 9. 

FIGURE, CAPTIONS 

210 Room temperature response of detector NBW-1 to Po 

&-particles. Detector age was 49 days. 

Room temperature response of detector P4BW-i to Po 
0 . .  

210 

a-particles. Detector age was 62 days. 

Room temperature response of detector NBW-1 to Po 21 0 

a-particles. Detector age was 385 days. 

Room temperature response of detector NBW-1 to the Am 241 

aource. Detector age was 385 days. 

Reeponrre of detector NBW-i'to the Am 

vacauth test. Temperature was 85 C and pressure 3 x 10 

241 
source during thermal- 

0 -5 mm 

He. betector age was 391 days. 

Respofise of detector NBW-1 to the Am 241. source during thermal- 

-5 vacuum test. 

Hg, Detector age was  395 days. 

Temperature was 100°C and pressure 3 x i0 mm 

210 Room. temperature response of detector NBW-1 to Po a-particles. 

Detector age h a s  405 days. 

Room tempetature response of detector BW-2 to Po 21 0 a-particles. 

Detector age was 2 dayr. 

210 Room tempetatrire response of detector BW-2 to Po a-particles. * 

Detector age was 150 days. 
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Figure 10. 

Figure 11. 

Figure 12. 

Figure 13. 

241 Room temperature response of detector BW-2 to the Am 

source, Detector age was  15’2 days, . 

Response of detector BW-2 to the Am 

vacuum test. 

241 \ 

source during thermal- 

0 -5 Temperature was 100 C and pressure 3 x 10 mm 

Hg. Detector age was 152 days. 

Response of detector BW-2 to the Am 

vacuum test. 

241 source during thermal- 

mm 0 -5 Temperature was 85 C and pressure 3 x 10 

Hg. 

Room temperature response of detector BW-2 to Po 

particles. Detector age was 159 days. 

Detector age was 157 days. 

a- 210 
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. . .  . .  . 

Characteristics of detector NBW-1 (Table 1) and BW-2 (Table Z), before, 

during, and after thermal-vacuum (t-v) tests. 

age in days. Column 2 gives the detector temperature in C, where r.t. 

Column 1 gives the detector 

0 
\ 

denotes room temperatux'e. 

the leakage current in  PA, respectively, 

tions (fwhm) expressed in keV far a calibrated pulser set a t  5 . 7  MeV and 

Columns 3 and 4 give the applied bias in V and 

Columns 5 and 6 give the resolu- 

210 210 P o  

a-particles and Am &&particles, respectively. The detector was at room 

a-particles, reepectively. Columns 7 and 8 give the CC& for P o  

241 

temperature except during the thermal-vacuum tests. No bias was applied 

during the time intervale between successive room temperature measurementb i 

The bias voltage was applied condnuously during the thermal6vacuum tests 4 

Test conditions we re the same for NBW-1- and BW-2. 

1 
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Table 1 

1 2 3 4 5 6 7 8 

241 Am 210 5.7MeV P o  210 Po 
CCE CCE 

(dl ("C) (VI (1.4 W V )  . w  m 
I Puleer (keV j 

V Age of 
Detector Temp. 

1 
49 

test 60 

t-v e 74 62 

. 88 
97 

151 
3 60 
385 
385 
3 90 
390 
391 
392 
392 

test 392 
392 
395 
395 
3 95 
399 
404 
405 

r.t. 
r.t .  
r. t. 
50 
50 
50 
50 
r.t .  
r.t .  
r.t. 
r.t. 
r.t .  
r. t. 
r. t. 
r. t. 
r.t. 
85 
85 
85 

100 
100 
85 
85 

1 00 
100 
r.t .  
r.t. 
.r.t. 

15 
15 
15 
15 
15 
15 
15 
15 
15 
15 
15 
15 
15 
15 
15 
15 
15 
25 
i s  
is 
29. 
15 
15 
15 

19.7 
15 
15 
15 

1. 2 
0.15 
0.19 
3 . 3  
3.8 
3.9  
4.1 
0.43 
0.30 
0.14 
0. i 2  
0.40 
0. i o  
0.13 
0.13 
0. i o  
14.0 
10.9 
18.0 
35.3 
41.5 
17.5 
22.0 
44.3 
47.0 
0.37 
0.32 
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Table 2 

t-v 
test 

t-v 
test 

-- -- -- 1 r .  t .  15 0.28 40 

2 r.t .  15 0.24 54  66 100. 0 -- (Fig. 8) 

-- -- -- -- -74 r.t .  15 0.22 

75 50 15 1.85 

76 so 15 2.07 

77 50 15 2.31 

78 50 15 2.44 55 

-- -- -- -- 
-- -- -- -- 
-- -- -- (..- 

-- -- -- 
-- -- -- I- -78 r.  t. 15 0.23 

150 r. t. 15 0.27 36 5 1  100.0 -- (Fig. 9 )  

-152 r .  t. 15 0.20 48 1 -- -- 400.0 (Fig. 10) 

15 2 100 15 49.0 180 -- -- 101. b 

15 2 100 20 52.0 1 98 

153 85 15 20.0 124 -- -- 101. 4 

156 85 15 23.0 1 20 -- -- 101. 1 

-157 85 20 24.0 1 25 -- -- 101.4(Fig. 12) 

-- -- 102.0 (Fig. 11) 

159 r .  t .  15 0.40 47 52  100.0 -- (Fig. 13) 
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